[Rare causes of the dysfunction of mechanical bicuspid heart valves].
The authors share the observations from their cardiosurgical practice showing that one of the causes of sudden death or of rapid worsening of the state of patients with implanted bicuspid artificial valves might be their dysfunction resulting both from breakage of the hinged mechanisms of the valve with its dislocation and migration and from the disturbed mobility of the valve cusp due to a thrombus formed in the atrium. The observations show that the "ideal" construction of the valve is to be created.